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4.  INTRODUCTION 


The  diagnosis  of  prostate  cancer  is  currently  based  on  an  elevated  prostate-specific  antigen 
(PSA)  level  or  abnormal  digital  rectal  examination  findings  confirmed  by  needle  biopsy  of  the 
prostate.  It  is  estimated  that  the  number  of  men  subjected  to  biopsy  of  the  prostate  in  the  U.S.  in 
2001  exceeded  600,000  [1],  Unfortunately,  the  frequency  of  positive  biopsy  findings,  for  most 
screening  populations,  was  as  low  as  one  in  three  to  one  in  four.  Therefore,  an  accurate, 
noninvasive  diagnostic  imaging  examination  of  the  prostate  is  needed  to  reduce  the  number  of 
biopsies  or  even  to  replace  biopsy. 

A  sextant  biopsy  of  the  prostate,  consisting  of  the  acquisition  of  six  biopsy  cores,  can  miss 
clinically  detectable  prostate  caner  in  up  to  34%  of  men.  Among  patients  with  an  elevated  PSA 
level  and  a  negative  initial  sextant  biopsy  finding,  repeat  biopsy  demonstrates  the  presence  of 
malignancy  in  approximately  20%-30%  [2].  However,  each  additional  biopsy  is  associated  with 
a  small  incremental  risk  of  hemorrhage  and  infection.  Thus,  an  accurate,  noninvasive  imaging 
technique  is  useful  for  targeted  biopsy  guidance  in  order  to  reduce  the  number  of  biopsies  in 
each  prostate. 

The  sensitivity  and  specificity  of  ultrasound  imaging  can  be  improved  by  intravenous  injection 
of  vascular  contrast  agents  consisting  of  encapsulated  gas  microbubbles  [3],  Due  to 
encapsulation,  these  agents  are  stable  enough  to  pass  through  the  pulmonary  circulation  and  flow 
in  intravascular  space  for  at  least  several  minutes.  However,  encapsulation  imposes  severe 
restrictions  on  the  oscillations  of  contrast  bubbles.  Based  on  de  Jong’s  numerical  model  [4],  our 
calculations  indicate  that  the  incident  acoustic  pressure  amplitude  for  an  albumin-encapsulated 
Abunex ®  bubble  is  1 8  times  greater  than  that  for  a  free  bubble  if  the  two  bubbles  oscillate  with 
the  same  relative  amplitude  at  their  resonant  frequency  of  2  MHz.  Hence,  scattering  can  be 
greatly  enhanced  if  encapsulated  bubbles  become  free  bubbles.  According  to  the  Rayleigh’s 
approximation,  the  fundamental  scattering  cross-section  of  an  air  bubble  is  more  than  200  times 
(47  dB)  greater  than  that  for  an  Abunex  bubble  of  the  same  size.  Furthermore,  the  enhancement 
in  second  or  sub-  harmonic  scattering  cross-section  must  be  even  much  greater  because 
encapsulation  dampens  nonlinear  oscillations  to  a  much  greater  degree. 

Unlike  current  ultrasound  imaging  modalities  employing  only  an  imaging  field,  the  proposed 
technique  utilizes  two  acoustic  fields:  the  activation  field  for  intermittently  activating  contrast 
bubbles  and  the  imaging  field,  applied  shortly  afterwards,  for  acquiring  hannonic  or 
subharmonic  images  with  significantly  enhanced  scattering  signals  from  activated  contrast 
bubbles.  This  new  imaging  mode  is  referred  to  as  Excitation  Enhanced  Imaging  (EEI)  [5]. 
Based  on  previous  work  on  ultrasound-induced  contrast  scattering  enhancement  and  contrast- 
assisted  ultrasonographic  detection  of  human  and  canine  prostate  cancer,  the  hypotheses  of  this 
study  are:  (1)  contrast  microbubbles  can  be  ultrasonically  activated  to  achieve  marked 
backscattering  enhancement,  and  (2)  the  detection  of  prostate  cancer  can  be  improved  using  the 
proposed  ultrasonographic  technique.  It  is  well  known  that  a  free  bubble  resonating  at  the 
insonation  frequency  is  the  optimal  acoustic  scatterer.  Hence,  the  activation  field  will  consist  of 
a  release  pulse  for  effectively  releasing  free  bubbles  from  encapsulated  contrast  bubbles  and  an 
excitation  pulse  for  shifting  the  free  bubbles  to  the  resonance  size  corresponding  to  a  pre¬ 
selected  imaging  frequency. 
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5.  BODY 


It  is  the  central  hypothesis  of  this  study  that  contrast  microbubbles  can  be  activated  and 
backscattering  enhanced  markedly.  The  activation  field  will  produce  the  optimal  acoustic 
scatterers,  i.e.,  free  bubbles  resonant  around  a  pre-selected  imaging  frequency.  In  the  proposed 
study,  both  the  modeling  and  measurement  will  help  us  to  detennine  optimal  contrast  agents  and 
develop  optimal  activation  pulse  sequences  enhancing  backscattered  second  and  sub-harmonic 
signals  by  a  factor  of  2  to  16,  i.e.,  by  6  to  24  dB.  The  other  hypothesis  of  this  study  is  that 
prostate  cancer  can  be  detected  using  the  proposed  ultrasonographic  technique.  This  hypothesis 
will  be  tested  using  an  established  canine  prostate  tumor  model.  The  specific  tasks  of  the  project 
(as  presented  in  the  original  Statement  of  Work)  can  be  found  in  Appendix  I. 

First  an  outline  of  the  methods  applied  will  be  given  followed  by  a  presentation  of  the  results  to 
date.  Finally,  the  conclusions  and  future  directions  of  the  research  will  be  discussed. 

5.1  Methods 


Contrast  microbubble  modeling 

We  have  adopted  a  Newtonian  rheology,  i.e.,  only  viscous  interfacial  stresses  are  considered  (see 
[6]  for  details)  to  develop  a  new  simulation  model  of  contrast  bubbles  based  on  a  modified 
Rayleigh-Plesset  type  equation  (as  detailed  in  the  previous  report  and  in  [7]).  However,  when 
this  model  was  expanded  to  account  for  EEI  effects,  the  model  did  not  predict  excperiemntal 
results  well  (see  previous  report).  Hence,  we  have  attempted  to  produce  a  more  realistically 
model  incorporating  bubble  growth  and  dissolution  via  rectified  diffusion,  and  these  efforts  have 
been  submitted  for  publication  [8]. 

Here  we  model  the  bubble  shell  as  a  semi-permeable  membrane,  with  two  gases  air  and 
octafluoropentane  (OFP)  inside  the  bubble.  The  dissolution  time  scale  and  the  growth  of  the 
bubbles  have  been  studied  for  varying  mole  fraction  of  the  osmotic  agent  (OFP),  surface  tension, 
shell  permeability,  and  air  saturation  level  in  the  bulk.  Also,  elastic  shell  has  been  considered 
and  it  has  been  found  that  shell  elasticity  plays  a  vital  role  in  the  dissolution  and  growth  of  these 
bubbles.  The  dissolution  process  as  said  earlier  is  delayed  due  to  the  presence  of  the  shell.  Here 
we  assume  the  process  of  dissolution  to  be  very  slow  and  hence  dissolution  by  steady  diffusion  is 
being  considered. 


Let  the  concentration  of  the  gas  in  the  liquid  be  C.  Using  the  steady  state  diffusion  equation  and 
appropriate  boundary  conditions  allows  us  to  arrive  at  the  following  expression: 


d(R3Cg) 

dt 


3  R% 


2,  (Coo-Cw) 


+  R 


a 


(1) 
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where  km  and  kg  are  the  coefficients  of  diffusivity  of  the  gas  through  membrane  and  the  liquid, 
respectively,  while  8  is  the  thickness  of  the  membrane  (shell)  and  a  is  the  ratio  of  the  km/8.  The 
instantaneous  radius  of  the  bubble  is  denoted  R ,  while  C«  &  Cr  are  the  concentration  of  the  gas 
on  the  inner  and  the  outer  wall  of  the  bubble,  respectively. 

If  we  consider  2  different  gases  fluorocarbon  and  air  in  the  bubble,  then  equation  (1)  can  be 
written  as  equation  (2)  and  (3)  for  fluorocarbon  (index  F)  and  air  (index  A),  respectively. 
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dt 
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After  some  mathematical  manipulations  these  equations  can  be  reduced  to  [8]: 
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F  +  A  =  p2  (p  +  p) 


(4) 

(5) 

(6) 


where  L  represents  the  Ostwald  coefficient,  R„  is  the  initial  bubble  radius  and  the  remaining 
variables  are  expressed  as  dimensionless  parameters  involving  surface  tension  and  the  partial  gas 
pressures  [8].  The  initial  conditions  are: 


P(  0)  =  1 


(V) 


^4(0)  +  F(0)  =  \  +  p 


(8) 


^(0) 

^(0)  +  F(0) 


=  Xf 


(9) 


These  efforts  represent  the  continuation  of  task  lc  and  the  start  of  task  le  (see  original  SOW  in 
the  Appendix). 
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Elasticity  effects 

If  we  consider  the  shell  to  be  elastic  with  shell  elasticity  Es  and  the  equilibrium  radius  to  be  the 
initial  radius  Ro ,  doing  pressure  balance  [9]  we  have 


By  defining: 


(Ca  +  Cf)RgT  =  Pa  +  Pf 


2a  2  Es 

- h  l  atm  H - 

R  R 
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Ro) 


-1 


7  = 


2  Es 


PalmR 


o 


(10) 


(11) 


equation  (10)  can  be  re-written  in  the  following  form: 

F  +  A  =  pp2+p2+y(p4-p2)  (12) 

Notice  that  if  surface  tension  is  set  to  zero  in  equation  (10)  the  minimum  value  for  the  ratio  R/Rq 
is  1.  When  R/Rq  equals  1,  the  elasticity  term  vanishes  in  the  equation  (10)  and  the  inside 
pressure  becomes  equal  to  the  atmospheric  pressure. 

In  Vitro  experiments 

A  system  was  built  to  perform  EEI  and  measure  the  enhancement  of  scattered  signals  from 
contrast  microbubbles  in  a  water  bath  with  three  single-element  spherically-focused  transducers 
(Staveley,  East  Hartford,  CT,  USA),  as  shown  in  Figure  1  (and  described  in  the  previous  report). 
An  excitation  transducer  (1.1  MHz)  with  a  diameter  of  2.5  cm  and  a  focal  length  of  5.0  cm  was 
used  for  conditioning  microbubbles  and  a  pair  of  small  broadband  imaging  transducers  (with 
center  frequencies  of  7.5  MHz),  for  detecting  these  microbubbles  before  and  after  conditioning. 
The  excitation  transducer  was  driven  by  a  programmable  arbitrary  function  generator  (LW420; 
LeCroy,  Chestnut  Ridge,  NY,  USA)  through  a  500  W  power  amplifier  (A-500;  ENI,  Rochester, 
NY,  USA).  Unfortunately,  this  power  amplifier  broke  beyond  repair  halfway  through  the  year. 
After  4  months  of  attempting  repairs,  we  managed  to  secure  funds  from  other  sources  to 
purchase  a  replacement  unit.  Getting  the  purchase  order  approved  took  an  additional  2  months, 
before  a  3100L  power  amplifier  (ENI,  Rochester,  NY,  USA)  was  acquired  instead.  This 
amplifier  covers  the  frequency  range  of  125  kHz  to  125  MHz  providing  50  dB  gain  for  up  to  100 
W  input.  Nonetheless  the  project  was  delayed  somewhat  by  this  equipment  problem. 

The  remainder  of  the  setup  was,  as  previously  described,  based  on  one  imaging  transducer  was 
used  to  transmit  imaging  pulses  produced  by  a  programmable  function  generator  (8116A; 
Hewlett  Packard,  Santa  Clara,  CA,  USA)  and  a  broadband  power  amplifier  (325LA;  ENI)  and 
another  was  employed  to  receive  signals  scattered  from  the  contrast  microbubbles.  The  scattered 
signals  were  amplified  and  then  acquired  using  a  digital  oscilloscope  (9350AM;  LeCroy, 
Chestnut  Ridge,  NY,  USA).  A  time  modulus  (AV-1023-C;  Avtech  Electosystems,  Ogdensberg, 
NY,  USA)  was  used  to  synchronize  the  delay  between  the  conditioning  and  imaging  pulses.  The 
command  delivery  to  the  function  generators  and  the  data  transfer  from  the  digital  oscilloscope 
were  controlled  by  LabView  (National  Instruments,  Austin,  TX,  USA). 
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Imaging 

Figure  1.  Experimental  set-up  for  EEI  enhancement  measurement.  An  excitation  transducer 
was  used  to  condition  contrast  microbubbles  and  a  pair  of  broadband  transducers  (one  for 
transmission  and  another  for  reception,  perpendicular  to  each  other  and  to  the  excitation 
transducer)  were  employed  to  detect  the  conditioned  microbubbles. 


Three  different  types  of  contrast  agents  were  tested:  a)  Sonazoid'  (GE  Healthcare,  Oslo, 
Norway),  a  lipid-coated  contrast  agent  containing  a  PFC  gas  (this  agent  was  studied  to  establish 
a  baseline  perfonnance);  b)  Definity®  (Bristol-Myers  Squibb  Diagnostic  Imaging,  N  Bilerica, 
MA,  USA),  a  lipid-shelled  agent  fdled  with  octafluoropropane;  and  c)  Therimage  (Focus 
Therapeutics  LLC,  Media,  PA,  USA),  an  experimental,  surfactant  stabilized  agent  consisting  of 
air-filled  microbubbles.  During  the  experiments,  contrast  agents  were  diluted  in  water  and  a 
magnetic  stirrer  was  used  to  maintain  mixture.  Concentrations  of  1,  10,  20  and  30  pi  of  contrast 
agent  per  liter  of  water  were  tested.  An  excitation  amplitude  of  1 .2  MPa  was  used  along  with  an 
excitation  pulse  length  of  16  cycles  operating  at  pulse  repetition  frequency  (PRF)  of  2  Hz.  The 
delay  between  the  excitation  and  detection  pulses  was  100  ps. 

In  vitro  experiments  were  conducted  at  ambient  temperature  (22°  C).  For  each  enhancement 
measurement,  spectra  of  scattered  imaging  signals  from  unconditioned  and  conditioned  contrast 
microbubbles  were  acquired.  The  average  spectrum  for  regular  contrast  microbubbles  (before 
conditioning)  was  obtained  at  a  given  PRF  based  on  a  sequence  of  64  scattered  signals  from 
transmit  imaging  pulses.  The  same  imaging  pulse  was  transmitted  with  a  given  delay  after  each 
condition  pulse  for  64  times  (at  the  same  PRF),  so  that  the  averaged  spectrum  for  the  conditioned 
microbubbles  was  obtained.  This  represents  the  continuation  of  tasks  Id  and  le  (see  original 
SOW  in  the  Appendix). 
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As  mentioned  in  last  year’s  report,  an  initial  version  of  the  EEI  software  was  implemented  on 
two  ultrasound  scanners.  One  platform  was  the  state-of-the-art,  all  digital,  flagship  ultrasound 
scanner  from  GE:  the  Logiq  9  (GE  Healthcare,  Milwaukee,  WI).  The  second  platfonn  selected 
was  an  AN2300  digital  ultrasound  engine  (Analogic  Corporation,  Peabody,  MA).  This 
represents  the  initiation  of  tasks  2c  and  2d  as  outlined  in  the  original  SOW  (see  the  Appendix) 
and  has  now  been  published  in  a  peer-reviewed  journal  [9]. 

5.2  Results  and  Discussion 


The  new  model  of  bubble  growth  and  dissolution  was  implemented  in  Matlab  (The  Mathworks, 
Natick,  MA).  The  variation  of  the  R/  Ro  with  time  for  varying  Xf  (where  Xf  =  1  indicates  no 
air  and  Xf  =  0  indicates  no  fluorocarbon  inside  the  bubble)  is  shown  in  the  Figure  2.  The 
outside  medium  is  saturated  with  air  void  of  the  perfluorocarbon.  As  the  mole  fraction  of  the 
osmotic  agent  (fluorocarbon)  goes  on  increasing  the  growth  gets  bigger  and  the  dissolution  time 
keeps  on  increasing  [10].  This  causes  initial  bubble  growth  due  to  the  sudden  ingression  of  the 
air  into  the  bubble  [11],  since  the  coefficient  of  diffusivity  of  the  air  is  higher  than  that  of 
perfluorocarbon. 

Figure  3  shows  the  change  in  R  /  Ro  as  a  function  of  time  for  bubbles  with  no  shell,  a  penneable 
and  a  less  permeable  shell  (  Xf  =  1 ).  As  the  permeability  of  the  shell  decreases  the  life  time  of 
the  bubble  increases  from  around  10  seconds  for  the  free  bubble  to  couple  of  minutes  for  a 
bubble  with  a  less  penneable  shell.  The  free  bubble  (i.e.,  without  a  shell)  can  be  considered  a 
case  of  a  shell  with  infinite  penneability.  The  thickness  of  the  shell  can  be  increased  to  reduce 
the  permeability  (inversely  proportional  to  shell  thickness)  and,  hence,  increase  the  life  time  of  a 
bubble. 


Figure  2.  The  variation  in  R/  Ro  with  time  for  varying  mole  fractions  of  perfluorocarbon 
assuming  a  permeable  shell  and  f  =  1 . 
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1.6 


Figure  3.  Changes  in  R/Ro  over  time  for  different  shell  types. 

The  effect  of  the  elasticity  term  introduced  in  equation  (10)  is  demonstrated  in  Figure  4.  When 
the  elasticity  is  reduced  by  a  factor  100  the  bubble  grows  by  2.2  times  even  though  there  is  no 
extra  pressure  inside  the  bubble  to  drive  the  gases  out  of  the  bubble.  Notice  that  R  /  R0  does  not 
achieve  values  below  1  as  there  is  no  cr  to  make  inside  pressure  higher. 


Figure  4.  R/Ro  plotted  over  time  for  varying  Es  values  (using  a  permeable  shell  and  (7=0  N/m). 
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In  contrast  Figure  5  shows  R/Rq  for  the  same  elasticity  parameter  and  an  a  of  0.7  N/m,  which 
allows  the  inside  pressure  to  be  still  higher  than  the  outside  pressure  for  R/Ro  of  1 .  However,  if 
R/Ro  is  less  than  1  in  equation  (10)  the  elasticity  term  becomes  negative  and  acts  towards 
decreasing  the  pressure  inside  the  bubble.  Nonetheless  the  surface  tension  term  will  drive  the 
gas  out  of  the  bubble  provided  it  dominates  the  elasticity  parameter.  If  the  elasticity  tenn 
dominates  the  surface  tension  term  then  the  bubble  will  not  dissolve  as  can  be  seen  for  the  case 
Es  =.3  N/m  in  Figure  5.  Hence,  the  elasticity  tenn  competes  with  the  surface  tension  term  and 
plays  a  vital  role  in  the  growth  as  well  as  dissolution  of  the  bubble,  which  is  an  important  new 
observation  that  our  model  has  provided. 

The  ability  of  our  simulation  model  to  simulate  the  dynamic  behavior  of  Sonazoid  microbubbles 
during  EEI  was  also  examined  as  shown  in  Figure  6.  At  an  imaging  frequency  of  7.5  MHz  the 
model  reproduced  the  experimental  results  to  some  degree  showing  20  and  35  dB  enhancement 
at  the  fundamental  and  the  harmonic  frequencies,  respectively,  due  to  the  excitation  field. 
However,  this  is  much  higher  values  of  enhancement  than  measured  experimentally  and 
enhancement  is  also  seen  at  other  frequencies  than  at  7.5  and  15  MHz.  Currently,  efforts  are 
ongoing  to  produce  a  more  realistic  model. 

The  change  in  scattered  signal  strength  before  and  after  the  excitation  pulse  (i.e.,  the 
enhancement  obtained  with  EEI  relative  to  standard  contrast  imaging)  was  measured  for 
different  concentrations  using  the  pulse-echo  system  outlined  in  Figure  1.  No  enhancement  was 
found  for  the  contrast  agent  Definity.  However,  for  the  contrast  agent  Therimage  we  measured 
4.6  dB  enhancement  at  the  fundamental  frequency  and  5.6  dB  at  the  harmonic  frequency  as 
demonstrated  in  Figure  7  obtained  at  7.5  MHz  (i.e.  a  realistic  imaging  frequency  for  the  prostate) 
following  conditioning  with  1.2  MPa  excitation  pulses  (1.1  MHz  and  16  cycles)  at  2  Hz  PRF. 
Imaging  pulses  (36  cycles,  7.5  MHz  and  0.1  MPa)  were  transmitted,  with  a  delay  of  100  ps 
between  the  conditioning  pulse  and  the  detection  pulse.  . 


•  s 

Figure  5.  R/Ro  plotted  over  time  for  varying  E  values  (using  a  permeable  shell,  <j=  0.7  N/m 
and  f  =  l). 
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Imaging  parameters:  freq=  7.5  MHz,  PA=0.1  MPa,  36  cycles 


Figure  6.  Simulation  of  enhancement  from  Sonazoid  in  EEI  mode  using  1.1  MHz  excitation  at 
1.2  MPa,  imaging  at  7.5  MHz.  More  than  20  dB  enhancement  occurs  at  the  fundamental  and  the 
harmonic  frequency. 


Figure  7.  Measurement  of  enhancement  from  Therimage  (formerly  known  as  ST68)  in  EEI  mode 
using  1.1  MHz  excitation  at  1.2  MPa,  imaging  at  7.5  MHz,  2  Hz  PRF  obtained  at  22°  C.  Notice, 
that  marked  enhancement  ~6  dB  occurs  at  the  harmonic  frequency. 


6.  KEY  RESEARCH  ACCOMPLISHMENTS 


•  The  new  zero-thickness  interface  model  was  expanded  to  describe  the  dual  pulse  mode  of 
EEI,  but  further  work  is  necessary. 

•  The  growth  and  dissolution  of  microbubbles  was  simulated. 

•  The  shell  elasticity  plays  a  vital  role  in  the  growth  as  well  as  dissolution  of  the  bubbles. 

•  A  dual-transducer  pulse-echo  system  was  used  to  perform  EEI. 
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•  Initial  experiments  were  conducted  at  7.5  MHz  with  3  contrast  agents. 

•  Concentration  dependencies  were  studied. 

•  Up  to  5.6  dB  of  enhancement  at  the  second  harmonic  was  measured  at  22°  C  for  Therimage 
when  imaged  at  7.5  MHz. 

•  There  was  slightly  less  enhancement  (4.6  dB)  occurring  at  the  fundamental  frequency. 


7.  REPORTABLE  OUTCOMES 


K.  Sarkar,  W.  T.  Shi,  D.  Chatterjee,  F.  Forsberg.  Characterization  of  ultrasound  contrast 
microbubbles  using  in  vitro  experiments  and  viscous  and  viscoelastic  interface  models  for 
encapsulation.  J Acoust  Soc  Am,  vol.  118,  vol  118,  no.  1,  pp.  539-550,  2005. 

F.  Forsberg,  W.  T.  Shi,  M.  M.  Knauer,  A.  L.  Hall,  C.  Vecchio,  R.  Bernardi.  Real  time  excitation 
enhanced  ultrasound  contrast  imaging.  Ultrasonic  Imaging,  vol.  27,  no.  2,  pp.  65-74,  2005. 

K.  Sarkar,  P.  Jain.  Growth  and  dissolution  of  a  shelled  bubble  applicable  in  the  medical  field. 
Submitted  to  J  Acoust  Soc  Am,  May,  2006. 


8.  CONCLUSIONS 


The  new  zero-thickness  interface  model  was  used  to  simulate  the  dual  pulse  imaging  mode 
associated  with  EEI.  While  results  at  an  imaging  frequency  of  7.5  MHz  were  somewhat  in 
agreement  with  measurements,  the  enhancement  was  unrealistically  high  (20-35  dB).  Further 
work  is  ongoing  to  improve  upon  the  model  by  incorporating  the  growth  and  dissolution  of 
microbubbles.  Initial  simulation  results  indicate  that  the  shell  elasticity  plays  a  vital  role  in  the 
growth  as  well  as  dissolution  of  the  bubbles. 

The  pulse-echo  system  was  used  to  perform  further  in  vitro  EEI  measurements  at  7.5  MHz  and 
initial  experiments  were  conducted  with  3  contrast  agents.  Definity  produce  no  enhancement  in 
EEI  mode  at  any  of  the  concentrations  studied,  while  around  6  dB  of  enhancement  was  measured 
with  Therimage  at  the  second  harmonic  frequency  at  a  20  pl/1  concentration. 

In  summary,  task  1  has  been  almost  completed  while  task  2  is  ongoing,  but  due  to  the  delay 
caused  by  the  equipment  problems  the  project  is  approximately  10  months  behind  schedule. 
Consequently,  a  one  year  no  cost  extension  was  requested  and  has  been  granted  to  allow  us  to 
complete  this  project. 
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Appendix  I 


The  Statement  of  Work  from  the  original  proposal: 

Task  1:  To  investigate  activation-induced  scattering  enhancement  at  different  center 

frequencies,  amplitudes,  and  shapes  (or  lengths)  of  activation  pulse  sequences  (Months 

1-18): 

a.  Construct  an  in  vitro  experimental  system  for  ultrasonic  ally  activating  contrast 
microbubbles  and  measuring  the  resulting  changes  in  backscattering  (Months  1-2). 

b.  Design  and  develop  numerical  codes  for  a  theoretical  model  describing  the 
dynamics  and  instability  of  ultrasonically  activated  contrast  microbubbles  (Months 
1-6). 

c.  Calculate  the  behavior  of  individual  contrast  microbubble  and  the  collective 
behavior  of  contrast  microbubble  populations  (Months  6-18). 

d.  Measure  changes  in  backscattered  fundamental,  second  and  sub-harmonic  signals 
before  and  after  activation  (Months  3-18). 

e.  Predict  optimal  contrast  agents  for  ultrasound-activated  contrast  imaging 
accordingto  the  numerical  simulations  (Months  12-18) 

f.  Select  optimal  contrast  agents  for  ultrasound-activated  contrast  imaging.  The 
selection  is  mainly  based  on  experimental  measurements  (Months  12-18). 

g.  Develop  activation  and  imaging  strategies,  based  on  both  numerical  simulations 
and  experimental  measurements  for  the  scattering  enhancement  (Months  12-18). 

Task  2:  To  implement  ultrasound-activated  contrast  imaging  (Months  18-24): 

a.  Produce  and  evaluate  activation-enhanced  A-lines  in  an  in  vitro  perfusion  phantom 
using  the  simple  pulse-echo  system  (Months  18-20). 

b.  Optimize  activation  and  imaging  strategies,  based  on  in  vitro  phantom 
measurements  and  simulations  with  actual  parameters  of  designated  transducers 
(Months  18-24). 

c.  Modify  a  state-of-the-art  ultrasound  imaging  system  to  incorporate  the  ultrasound- 
activated  contrast  imaging  modality  (Months  21-24). 

d.  Evaluate  the  new  imaging  modality  in  an  in  vitro  perfusion  phantom  using  the 
modified  ultrasound  scanner  (Months  21-24). 

Task  3:  To  validate  the  clinical  potential  of  ultrasound-activated  contrast  imaging  using  an 

established  canine  prostate  cancer  model  (Months  25-32): 

a.  Create  and  grow  prostate  tumors  by  implanting  a  Canine  Transmissible  Venereal 
Sarcoma  (CTVS)  cell  line  into  the  prostate  (Months  25-29). 

b.  Produce  and  evaluate  activation-enhanced  contrast  images  of  canine  prostates  with 
CTVS  tumors  (Months  26-30). 

c.  Perform  pathological  evaluations  of  prostate  specimens  and  quantify  the 
microvessel  density  with  immunohistochemical  staining  (Months  28-31). 

d.  Process  data  and  images  and  write  final  report  (Months  31-32) 
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